Radiation dose limitation in patients undergoing nuclear medicine procedures is accomplished through adherence to the principles of justification and optimization, while radiation doses to operators are controlled mainly by reducing exposure times, using shielding, and increasing the distance from the source. In both cases, however, a key role in dose management can also be played by innovative technologies, making this an important issue not only for nuclear medicine specialists, medical physicists, and technologists, but also for biomedical engineers and for industry [1] [2] [3] .
1
Whereas the quest to achieve effective dose optimization for patients, in accordance with the ALARA principle, is currently the focus of intensive research and technological development activity, the need to develop and implement new devices to reduce operator exposure to ionizing radiation seems to be a secondary concern. Twenty years ago, for the concerns raised by the radiation energy of the highly penetrating 511 keV annihilation photons, the first study of personnel dosimetry in positron emission tomography (PET) found that the effective radiation doses to technologists in PET centres (mostly carrying out 18 F-FDG studies) were within recommended occupational radiation protection guidelines [4] , and since then, comparatively little attention has been paid to the problem of operator exposure.
However, in view of the now constantly increasing number of PET procedures being carried out in centres around the world, the use of positron emitters is becoming a real and a growing occupational concern. In this regard, it needs to be appreciated, in particular by those working in nuclear medicine on a day to day basis, that PET requires different radiation protection strategies from those usually adopted in general nuclear medicine, for reducing both the effective and equivalent dose to the extremities below the acceptable levels.
Despite the use of routine precautionary measures, including the use of dedicated hot-cells, occupational doses in PET are higher than they need to be in order to obtain good quality examinations. The physical properties of positron emitting radiopharmaceuticals and the optimization of patient doses are both factors that, in addition to the greater number of PET studies now performed, can result in unnecessarily high occupational doses if adequate radiation protection operational procedures for working with positron emitting radionuclides are not envisaged, explained and rigorously adopted across all PET units, in accordance with local conditions.
There are in fact three sources of exposure that contribute to the total personnel exposure for a given PET study, keeping in mind that their burden can be shared among different operators: indeed, exposure occurs during i) the patient undergoing the procedure, ii) the vial during the dispensing of the radiopharmaceutical, and iii) the syringe during the injection of the radiopharmaceutical.
By considering the three sources above, one should consider that one of the main variables influencing the effective dose, both to staff and to the patient, is the amount of activity handled during the dispensing procedures and eventually administered to the patient. Such amounts have been found to be highly heterogeneous [5] , which suggests that failure to optimize PET procedures is a major cause for high occupational doses. Therefore, optimization of the amount of activity administered to the patient is the first step allowing reducing both the effective and the equivalent dose to staff members by a factor of at least two.
Furthermore, it is necessary to make provision for appropriate training, in order to make operators aware of the importance of the three pillars of radiation protection (i.e. reduction of exposure time, shielding, and distance from the source) and thus able to limit the effective and equivalent doses. In fact, it is remarkable that in optimized operational conditions, thus following well defined procedures, it is possible to achieve an operator effective dose of approximately 5-6 μSv per scanned patient, or less [6, 7] . It has indeed been reported that under optimal circumstances a total average effective dose per member of staff as low as 0.7 mSv/year and an average dose of 4.91 μSv/day can be achieved in a fully operational PET unit [8] .
Having established that the occupational effective dose from exposure to radioactive sources (the vial, the syringe, and the patient himself) can be kept below the limit of 20 mSv/year, there remains the issue of the equivalent dose to the eye lenses and to the extremities. Since the dose to the lenses is closely related to, and of the same magnitude as, the effective dose [9] , the annual limit on the dose to the lenses is very unlikely to be exceeded among nuclear medicine staff [10, 11] .
Whereas the effective dose can easily be measured using a personal dose meter, the equivalent dose, usually measured by ring dose meters worn on the proximal phalanx of the index finger, is very difficult to assess accurately. During vial and syringe handling, the occupational equivalent dose to the fingertip of staff responsible for preparing and dispensing radiopharmaceuticals may vary depending on the procedures used [12] . In particular, it has been demonstrated that the dispensing modality used, and even the way in which the operator injecting the radiopharmaceutical holds the syringe, may result in different equivalent doses to each finger among the operators [13] . Moreover, the measures of absorbed dose at the base of a finger, provided by a ring dose meter, may not be representative of the effective dose at the fingertip, i.e. the most exposed area. It should be noted that, as a rule, fingertip doses are not measured, but rather estimated by applying a factor of 2-6 to the readings of the thermoluminescent (TLD) ring dose meter, in order to take into account the distance between the ring and the fingertip [14, 15] .
In a study that used high-sensitivity TLD detectors placed on the fingertips of both hands and attached at the level of eye lenses and thyroid to assess equivalent doses to staff members, the highest dose was measured during the administration of 18 F-FDG to the patients and during the preparation of 18 F-FDG, the most exposed body parts being the tips of the thumb, index, and middle fingers [11] . The data from this study suggest that in a PET centre running 1500 18 F-FDG scans per year, and using approximately 200 MBq per patient, the annual occupational equivalent dose to the fingers due to the fractionation of the radiopharmaceutical in a dedicated hot cell would not exceed 100 mSv. For the personnel administering the activity to the patient the estimated annual dose to the fingertips would not exceed 200 mSv. Such annual equivalent doses are within the dose limits for the skin (500 mSv).
However, according to the results of the EURORADOS report, which were based on a survey in 17 PET centres, each with a workload of 1000 patients per year and a uniform dose for each procedure, the annual dose limit to the extremities would be surpassed by 20 % of the operators administering the activity, 400 MBq per patient, and by 40 % of the staff members in charge of the fractionation of 18 F-FDG, 500 MBq per fraction. Also, other authors have reported cases of workers performing PET scanning procedures in whom the annual dose limit may exceed the limit of 500 mSv/year [13, [16] [17] [18] [19] .
The differences in the literature data are due to differences, between the various reports, in the doses handled and in the way in which the workload is shared. It appears that the observation of excess in equivalent doses reported by EURORADOS may depend upon excessive administered activity, as well as scarce training or inadequate management/ rotation of the personnel.
Many of the above-mentioned problems concerning operator effective and equivalent doses, but also effective doses to patients, can be addressed and possibly minimized by exploiting the shielded and semi-automated fractionation-injection devices that have been developed over the past 10 years. Although these instruments are still not widely used, mainly due to the investment required and the running costs involved, they mark a turning point in the performance of PET procedures, allowing a reduction of the effective and equivalent dose to staff.
Use of any of these devices can reduce the effective dose for personnel to just 10-50 % of the dose associated with manual fractionation and injection [20, 21] . By halving the effective dose for personnel during the tracer injection phase, an overall dose reduction of approximately 25 % per assisted patient can be achieved. Concurrently, the equivalent dose to the extremities, i.e. fingertips, can be reduced by more than 95 % [22, 23] compared with the equivalent dose associated with manual administration.
Another important issue concerns the optimization of the activity administered to patients. The use of an automatic device for personalizing injections of very precise doses in relation to patient's body weight is likely to translate in a reduction in the effective dose received by the operators, but also into less radiation exposure for patients, meeting their expectations [24] .
At our institution, where patients are administered 3.7 MBq/kg body weight, the introduction of an automated fractionation-injection device has allowed an immediate marked decrease in the extremity dose to technologists, responsible for fractionation and subject to post-injection exposure, and to physicians responsible for performing injections. The extremity dose to the technologists working in PET, and using the automated device, dropped from twice to half that recorded for the technologists working with conventional nuclear medicine and performing manual fraction in a dedicated hot-cell, i.e. from 80 to 20 μSv/GBq; at the same time, the extremity dose to physicians involved in the radiopharmaceutical injections fell from about 65 μSv/GBq, the level associated with manual injection, to a current level that is below our TLD ring dosimeter's minimum measurable cumulative monthly dose (20 μSv) , approximately 1 μSv/GBq (unpublished data).
Conclusions
Low occupational doses can be achieved when a PET unit is organized in such a way that the operator dose per examined patient is shared among different professionals, e.g. technologists, physicians, and nurses, compatibly with the organization of the single PET centre and the specific roles of the different staff members, determined by local regulations. For this reason, systematic rotation and workload sharing of the personnel through careful planning would reduce the doses according to the number of operators involved and neutralize the risk of excess equivalent dose to operators. Adequate training in the handling of radioactive sources during radiopharmaceutical dispensing and injection and optimization of the administered dose can reduce both the occupational effective dose and the occupational equivalent dose for each single scan. Furthermore, personalization of the administered dose, rather than the use of a fixed dose, would reduce not only the patient exposure, satisfying the principle of optimization, but also the operator doses.
Since several studies have shown that the equivalent dose to the fingertips may easily exceed the legal limit for manual procedures (i.e. 500 mSv/year), two strategies should be considered: first, the use of tiny TLD dose meters on the fingertips to ensure accurate measurement, at least during training and for periodic checks, and second, the implementation, in PET centres, of automated dispensing and injection devices. We believe that the latter solution may also make it possible to reduce the number of operators involved in PET procedures, bringing economic savings and, most important, reducing unnecessary exposure, which in some cases exceeds the legal limits.
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